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FINAL REPORT COVERING 
INSTALLATION, OPERATION AND MAINTENANCE INSTRUCTIONS 
FOR ACOUSTIC SPECTRA COMPARATOR RECORDER ( ASCOR) 
I. INTRODUCTION 
T h i s  I n s t r u c t i o n  Manual d e s c r i b e s  t h e  i n s t a l l a t i o n ,  operat ion,  
and maintenance of t h e  Acoustic Spectra  Comparator and 
Recorder (ASCOR) system which has been designed and b u i l t  f o r  
t h e  National Aeronautics and Space Administration, Manned 
Spacecraf t  Center,  Hauston, Texas. The ASCOR System a s s i s t s  
i n  t h e  adjustment or" t he  noise  genera tor  c o n t r o l s  and records 
t h e  a c t u a l  acous t ic  l e v e l s  within t h e  acous t i c  t e s t  chamber 
a t  NASA/MSC. 
console on wheels which i s  small enough t o  be wheeled up and 
down t h e  a i s l e s  between the noise  genera tor  con t ro l s .  
The e n t i r e  system i s  contained i n  a two-bay 
The s i x  major subassemblies within the ASCOR console a r e  shown 
i n  Fig. 1. The normal operat ing c o n t r o l s  a r e  grouped d i r e c t l y  
i n  f r o n t  o f  the opera tor  and a r e  arranged f o r  opera t ion  from 
a s tanding  pos i t i on .  
A block diagram showing the funct ion o f  t h e  var ious sub-  
assemblrtes i s  presente8 In Fig. 2. A d e s c r i p t i o n  of  t he  system 
subassemblies and t h e i r  funct ion i s  presented i n  Sec t ion  I1 o f  
t h i s  manual. The opera t ion  o f  t h e  system i s  descr ibed i n  
Sec t ion  I11 and t h e  maintenance procedures a r e  presented i n  
Sec t ion  N. 
performance s p e c i f i c a t i o n s  a re  included a s  Appendix A t o  t h i s  
Manua 1. 
A system schematic i s  given i n  Fig. 3, and system 
Repoi-t NO. 1267 Bol t  Beranek and Newman Inc. 
The fol lowing commercial instruments a r e  b u i l t  i n t o  the  
ASCOR, and t h e  manufacturers I opera t ion  and maintenance 
manuals f o r  these instruments form a p a r t  o f  these i n s t r u c t i o n s .  
Bruel  and Kjaer Model 2112C Spectrometer 
Bruel  and KJaer Model 2305 Level Recorder 
Data Equipment Co. Division o f  Bol t  Beranek and 
Newman Inc. Model 600SP P l o t t e r  
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11. SYSTEM DESCRIPTION 
A. General Performance C h a r a c t e r i s t i c s  
The ASCOR System w i l l  allow t h e  comparison of an unknown 
no i se  s i g n a l  t o  a ca l ib ra t ed  re ference  spectrum i n  the 
I 1  Cornpare1IL'mode with an accuracy of 2 .7 d e c i b e l  (dB).  
The des i r ed  o r  re ference  spectrum i s  set  on the series 
of  knobs loca ted  on the  long panel a t  the t o p  of the  
console shown i n  Fig. 1. In  the Compare" mode of the 
system, t h e  a c t u a l  measured l e v e l  i n  each of the one-third 
octave or octave bands i s  then compared wi th  t h i s  re ference  
spectrum and the d i f fe rence  ind ica t ed  on t h e  n u l l m e t e r  
X-Y P l o t t e r .  The meter readfng i s  the d i f f e r e n c e  i n  dB 
between the desired and the a c t u a l  sound pressure  l e v e l .  
The spectrometer and the  X-Y P l o t t e r  are manually stepped 
through the one-third octave o r  octave bands i n  the  ''Compare" 
mode . 
I t  
on the T imer /Con t ro l l e r  2/ panel and (op t iona l ly )  on the 
An unknown noise  spectrum can be measured and recorded on 
the X-Y P l o t t e r  when t h i s  system i s  i n  the "Record" mode. 
In  the "Record" mode, t h e  system automat ica l ly  sequences 
the Bruel and Kjaer Spectrometer and the X-Y P l o t t e r  to 
provide a bar-chart form of data presenta t ion .  
B. SDecific Functions 
1. COMPARE Mode. The input  t o  the system i s  an unknown 
a c o u s t i c  l e v e l  i n  the form of  an e l e c t r i c a l  s i g n a l  referenced 
t o  1 v o l t  r m s .  (corresponding to 180 dB sound pressure  l e v e l  
1. Words i n  quotes  refer  t o  labe led  p o s i t i o n s  of the con t ro l s .  
2. I n i t i a l  c a p i t a l s  i n d i c a t e  labeled subsystems. 
-3 - 
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r e  0.0002 dyne/cm.*). 
l e v e l s  (not  s u p p l i e d  ri i th t h e  ASCOR system) must be  ad jus t ed  
s o  t h a t  its output  is lv.  rms f o r  a 180 dB SPL input .  An 
i n t e r n a l  c a l i b r a t i o n  s i g n a l  is  a v a i l a b l e  i n  t h e  ASCOR system 
t o  s imula te  a microphone input and t o  a s c e r t a i n  t h a t  the 
system i s  func t ioning  properly.  
The system used t o  measure t h e  a c o u s t i c  
The row of knobs on the Reference Spectrum Panel (Fig. 1) are 
used t o  e s t a b l i s h  a re ference  spectrum f o r  comparison w i t h  the 
acous t i c  l e v e l  i n  the  noise  chamber. When the Spectrometer is 
stepped t o  a p a r t i c u l a r  one-third octave band t h e  l e v e l  se t  on 
t h e  corresponding knob on t h e  spectrum panel  i s  compared w i t h  
t h e  a c o u s t i c  l e v e l  i n  the  noise  chamber f o r  t ha t  one-third 
octave band. The d i f f e rence  i n  d e c i b e l s  i s  ind ica t ed  on the  
If t h e  
acous t i c  l e v e l  wi th in  t h e  chamber i n  that band is increased  
o r  decreased, the " n u l l  meter'' w i l l  show a corresponding change 
d i r e c t l y  i n  dB. 
n u l l  meter" loca ted  on the Timer/Controller panel.  I' 
I n  t h e  "Compare" mode, t h e  switch labeled "sample time" 
c o n t r o l s  t he  averaging t i m e  o f  a computer ampl i f ie r  i n  t h e  
data channel. 
i n  rms amplitude w i t h  time. 
allows r a p i d  response t o  a changing inpu t  w h i l e  the 8.5 second 
time y i e l d s  a slowly varying s i g n a l .  
This  averaging c i r c u i t  smooths the v a r i a t i o n s  
The 0.25 second averaging time 
The d i f f e r e n c e  in l e v e l  between the  r e fe rence  spectrum and the 
a c t u a l  spectrum i n  the  chamber can a l s o  be recorded on the  X-Y 
P l o t t e r  i f  desired.  
a c r o s s  the  graph paper  as the system i s  advanced t o  
each  one-third octave band. This  will draw 
The X-Y P l o t t e r  will step s e q u e n t i a l l y  
Report No. 1267 Bolt Beranek and Newman Inc. 
a line, in a bar-chart format, which will be the difference 
between the reference and the test spectra. This mode may 
be disabled by placing the llmode" switch on the X-Y Plotter 
in I'ready" . 
I 1  2. RECORD. The input to the system in the Record" mode 
is the same as that in the 'ICompare" mode. 
actual acoustic level is recorded in a bar-chart format by 
the X-Y Plotter. The Reference Spectrum controls have no 
effect on this mode and unless a special switch inside the 
system is moved (see Section 111, B, 3) the levels are 
integrated in each one-third octave band and this integral 
is recorded by the X-Y Plotter. The integration times are 
selectable between 1.and 8.5 seconds. These integration 
times are normalized so that the integrated level is the 
same regardless of the time selected. 
However, the 
A switch is located on a printed circuit card within the 
console (see Section I11 B.3) which allows averaging 
the data signal in the "Record" mode with the same bar- 
chart readout of the data. The levels recorded by the 
X-Y Plotter then represent a time-varying average of the 
input signal rather than a true average. 
C. ComDonents and Controls 
1. SDectrometer. ( M e 1  and Kjaer Model 2112C) The 
Spectrometer Instruction manual should be referred to for 
a discussion of the operation of this device. The data 
input and output and control lines are all wired to the 
spectrometer by means of connectors entering the rear of 
the Spectrometer. 
-5- 
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The Spectrometer has been modified by the addition of a 
gear on the filter selector switch shaft and a potentiometer 
which is driven by means of a belt from the gear, 
potentiometer provides a voltage proportional to the position 
of the selector switch and is used to indicate to the rest 
of the system the frequency band to which the Spectrometer 
is set. 
The 
An additional filter to cover the 20 cps one-third octave 
band is mounted behind the Graphic Level Recorder and is 
connected to the Spectrometer by a cable. 
2. Graphic Level Recorder, (Bruel and Kjaer Model 2305) 
A Graphic Level Recorder (GLR) is installed on a fold-up 
shelf to serve as an rms detector and logarithmic converter. 
This GLR has a slidewire addition, Model ZR-0041, which is 
used to provide a dc signal proportional to the logarithm 
of the acoustic level supplied to the GLR by the Spectrometer. 
The instruction manual for the GLR covers the operation of 
both the recorder and the slidewire. This instrument has 
been modified by the addition of a ventillating fan. 
3. Timer/Controller Model TC50-1, The Timer/Controller 
[Tic) is a panel located on the lower right in Fig, 1. 
Controls for turning system ''power'' on and off, selecting 
sample times, 
button, null meter'' and any advance" button are located 
on this panel. 
I1 11 compare-off-record" mode selector, a "home" I 1  
I I  11 
I 
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4. Reference Spectrum Panel, The Reference Spectrum Panel,  
located a t  the t o p  of t h e  console, con ta ins  26 knobs, each 
one of which i s  assoc ia ted  with a p a r t i c u l a r  frequency band. 
The l abe l ing  on the panel i nd ica t e s  the band t o  which each 
p a r t i c u l a r  knob r e f e r s ,  and a d i a l  i n d i c a t i o n  on the  end of 
t he  knob i n  t h r e e  decimal d i g i t s  i n d i c a t e s  t h e  sound 
pressure  l e v e l  s e t t i n g  i n  decibels .  
11 The Reference Spectrum Panel is  u t i l i z e d  i n  t h e  
mode o f  t h e  ASCOR system only, and i s  inopera t ive  i n  the  
Compare" 
Record" mode. I1 
5. X-Y P l o t t e r .  (Data Equipment Mode1600,sP) The X-Y P l o t t e r  
i s  loca ted  d i r e c t l y  above t h e  Timer/Controller panel and i s  
used t o  provide a permanent record i n  a bar-chart  format  of 
e i ther  the a c t u a l  acous t ic  spectrum being supplied a s  an 
input  t o  the ASCOR system, o r  an  i n d i c a t i o n  o f  t h e  n u l l  o r  
r e l a t i v e  l e v e l  between t h e  reference spectrum and the  a c t u a l  
acous t i c  spectrum, Adjustment o f  t h e  X-Y P l o t t e r  i s  covered 
i n  i t s  i n s t r u c t i o n  manual (supplied wi th  t h e  system). This  
manual should b e  r e fe r r ed  t o  f o r  i n s t r u c t i o n s  on i t s  use. 
The inpu t s  t o  t h e  X-Y P l o t t e r  are brought i n  a t  t he  back of 
the p l o t t e r  and a r e  automatical ly  switched according t o  the 
mode i n  which the system i s  operat ion.  The X-Y P l o t t e r  may 
be  used by i t se l f  if the input connections a t  the r e a r  are 
removed . 
T h i s  p l o t t e r  has been modified t o  handle MSFC Standard Graph 
Paper No, 1297. As a r e s u l t ,  the  X amplifier c o n t r o l s  the 
v e r t i c a l  (i.e. frequency) scale and the "Y" ampl i f i e r  c o n t r o l s  
the hor i zon ta l  i ,e. amplitude) sca le .  The p l o t t e r  accomodates 
8 in. x 10 1/2 in.  paper. 






















Report No. 1267 B o l t  Beranek and Newman Inc. 
6. Dig i ta l  Control Logic Assembly. The Dig i ta l  Control  Logic 
Assembly i s  located i n s i d e  the door  a t  t h e  r i g h t  f r o n t  of t h e  
console,  d i r e c t l y  below the Timer/Controller panel.  This  
assembly c o n t r o l s  t h e  operat ion of  t he  ASCOR system. It 
c o n s i s t s  of a number of  d i g i t a l - l o g i c  c i r c u i t s  and some analog 
c i r c u i t s  which a r e  cont ro l led  by the d i g i t a l  log ic .  The move- 
ment of the Spectrometer, the X-Y P l o t t e r ,  and t h e  Stepping 
Sv i t ch  a r e  a l l  sequenced by t h i s  assembly, Two switches which 
w i l l  a l l ow s p e c i a l  operat ions t o  be performed are loca ted  on 
two o f  these  p r in t ed  c i r c u i t  cards .  
The layout o f  the  log ic  c a r d s  wi th in  the D i g i t a l  Control  Logic 
Assembly is  indica ted  on Fig. 3. 
(See Sec t ion  I I I .B .3 ) .  
The i n t e r n a l  c a l i b r a t i o n  s i g n a l  f o r  the ASCOR system is  a d j u s t e d  
by means of a potentiometer loca ted  a t  t h e  top l e f t  of t he  
D i g i t a l  Control  Logic Assembly card  cage. 
A potent iometer  a t  the  center  top  of t h e  card  cage a d j u s t s  t h e  
z e r o  l e v e l  on t h e  B and K ZR-0041 slidewire. 
7. Stepping Switch Assembly. The Stepping Switch has 26 
p o s i t i o n s  and 5 poles  which a r e  incremented one s t e p  a t  a 
time as commanded by t h e  D i g i t a l  Control Logic Assembly. This  
switcn connects tne Reference Spectrum potent iometers  i n t o  t n e  
summing ampl i f ie r  f o r  t h e  Compare'' mode, produces a command 
vol tage  f o r  pos i t i on ing  the Spectrometer,  and produces t h e  
command vol tage t o  t h e  X-Y P l o t t e r  t o  p o s i t i o n  it over the 
appropr i a t e  one-third octave band loca t ion .  There a r e  no 
adjustments  o r  c o n t r o l s  located i n  the Stepping S T 7 i t c h  assembly. 
I I  
8. Servo Amplifier,  The Servo Amplifier i s  located d i r e c t l y  
below the D i g i t a l  Control Logic Assembly and i s  coupled t o  
the  " n u l l  mete;-" input.  This Servo Amplifier d r i v e s  t h e  
-8 - 
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hand-held Null  Drive u n i t  which au tomat ica l ly  p o s i t i o n s  t h e  
noise  genera tor  spectrum level c o n t r o l s  t o  achieve a match 
between the des i red  l e v e l  s e t  on the Reference Spectrum panel  
and t h e  a c t u a l  acous t i c  l e v e l  wi th in  the  acous t i c  t es t  chamber. 
The Servo Amplifier amplif ies  t h e  e r r o r  vol tage a t  the " n u l l  
meter'' and a p p l i e s  i t  t o  a servo-motor wi th in  t h e  Null  Drive 
u n i t  through a cab le  t o  the Null  Drive un i t .  
The Servo Amplifier c o n s i s t s  of three p r in t ed  c i r c u i t  ca rds  
mounted i n  a card  cage. The output  of the Servo Amplifier i s  
wired t o  the large connector loca ted  on the l e f t  hand side of 
the ASCOR console j u s t  above the desk. There i s  a g a i n  c o n t r o l  
loca ted  on t h e  summing ampl i f ie r  card of  t h e  Servo Ampl i f i e r .  
9. Null Drive Unit .  The N u l l  Drive u n i t  i s  not a p a r t  of the  
ASCOR console.  
motor and a small b e l t  f o r  moving the l e v e l  adjustments i n  
the noise  generators .  This  device i s  held i n  one hand and i s  
placed over the l eve r  which a d j u s t s  a p a r t i c u l a r  one-third 
octave band. There a r e  two but tons  on the Null  Drive u n i t .  
One is  a "nul l"  bu t ton  which connects the Null  Drive motor 
t o  t h e  Servo Amplifier. The motor w i l l  run and a d j u s t  the 
acous t i c  l e v e l  u n t i l  a n u l l  o r  balance wi th in  dB is 
achieved." The second button i s  an "advance" but ton  which 
advances the ASCOR system t o  t he  next  frequency band. 
from the hand held N u l l  D r i v e  u n i t  i s  f i t t e d  w i t h  a connector 
which i s  i n s e r t e d  i n t o  the l a r g e r  o f  the two recep tac l e s  a t  
the top  l e f t  side of t h e  ASCOR console j u s t  above the desk. 
It i s  a hand held device conta in ing  a servo 
A cab le  
*This to l e rance  may b e  changed by means o f  the ga in  potentiom- 
e te r  on t h e  summing ampl i f ie r  card loca ted  i n  the  lower card  
cage. 
-9 - 
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Because f l u c t u a t i o n s  a r e  inherent  i n  t h e  r m s  values  o f  random 
s i g n a l s ,  an " idea l "  n u l l i n g  device which c l o s e l y  followed these  
f l u c t u a t i o n s  would have l i m i t e d  u t i l i t y .  However, the ampli-  
tude o f  t hese  f l u c t u a t i o n s  decreases  w i t h  increas ing  averaging 
time and/or bandwidth. The fi dB to le rance  mentioned above i s  
a compromise value f o r  the range of bandwidths and averaging 
times o f  which t h e  ASCOR i s  capable.  For some a p p l i c a t i o n s  
involving only broad bandwidths and/or long averaging times 
t h e  dB to le rance  may b e  decreased, provided t h e  phase o r  
time lag through the averager does  no t  become t o o  la rge .  
-10- 
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A. P repara t ion  
The prepara t ion  o f  t h i s  system c o n s i s t s  of t h r e e  s teps .  
a )  Visual  inspec t ion  t o  determine tha t  a l l  connections 
a r e  proper ly  made. 
b )  Warm up 
c )  C a l i b r a t i o n  and adjustment as required 
A v i s u a l  check o f  a l l  t h e  pr in ted  c i r c u i t  cards ,  in te rconnec t ing  
cab le s ,  connectors,  etc. should be made t o  determine t h a t  t hey  
are secure ly  connected and are  i n  the proper  places .  
The ASCOR system should be turned on and allowed t o  warm up 
f o r  f i f t e e n  minu tes  before  any adjustments o r  c a l i b r a t i o n  
checks are performed. 
Two c a l i b r a t i o n  checks must  b e  performed before  opera t ing  the 
ASCOR system. The first i s  a c a l i b r a t i o n  of t h e  Spectrometer 
of t h e  ASCOR c a l i b r a t e  s igna l  l e v e l  and adjustment if necessary.  
Refer t o  the B + K Spectrometer i n s t r u c t i o n  manual f o r  a 
d e t a i l e d  d i scuss ion  of t h e  method of a d j u s t i n g  t h e  Spectrometer 
us ing  i t s  i n t e r n a l  reference s igna l .  B r i e f l y  summarized, t h i s  
procedure i s  as f o l l o w s :  Set t h e  "meter range" knob t o  t h e  
"0 dB" p o s i t i o n  wi th  the ''meter switch" on " f a s t  RMS". The 
meter should then  i n d i c a t e  exac t ly  on a r ed  mark which i s  
using iis * - - L - - - -  uit,e:L uaI A - G A  --e--nnfio GA b A L u u  a.tnn91 udo..u- and ---- the second i s  a check 
I t  ref .  p o s i t i o n  and set  the "range m u l t i p l i e r "  knob t o  t h e  11 
-11- 
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loca ted  approximately midscale. If it does not ,  a screwdriver 
adjustment labeled "amplifier input"  loca ted  t o  the  r i g h t  o f  
t h e  "meter range" knob should be ad jus ted  u n t i l  t h e  meter does 
i n d i c a t e  d i r e c t l y  on the red mark. 
The Spectrometer i s  now an accurate  r m s  voltmeter and i n  t ha t  
mode can b e  u t i l i z e d  t o  measure the c a l i b r a t i o n  s i g n a l s  suppl ied 
by t h e  ASCOR console. 
Timer/Controller panel i n  t h e  "180" p o s i t i o n  and observe t h e  
reading on the Spectrometer v o l t m e t e r  w i t h  the "meter range" 
switch i n  the "1 V" pos i t i on ,  and the "input potentiometer" 
s e l e c t o r  on "d i rec t" .  
If it i s  not ,  t h e  l e v e l  can be ad jus t ed  by means of a poten- . 
t iometer  loca ted  a t  t h e  l e f t  top  of t h e  D i g i t a l  Control Logic 
Assembly. It may be reached through e i t h e r  the f r o n t  o r  t h e  
r e a r  door on the console.  
Place the "input s e l ec to r ' '  switch on the  
This  l e v e l  should b e  exac t ly  1 v o l t  r m s .  
The Graphic Level Recorder "input a t t enua to r ' '  should be  s e t  
t o  ' 'zero" and the v a r i a b l e  "input potent iometer"  s e t  a t  
The remainder of the GLR con t ro l s  should be set  as follows. 
Pos i t i on  
63 
r e c t i f i e r  response" 
lower l i m i t i n g  frequency c/sI' 
wr i t i ng  speed, MM/sec. I' 
pow e r 'I 






supply vol tage" 
paper dr ive ' '  
I 1  






o f f  
s i n g l e  c h a r t  
115 v 
s t o p  
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Control 
paper speed" 11 
Pos i t ion  
"dr ive s h a f t  speed" -- 
Verify that  the "meter range" on the Spectrometer is s e t  t o  
"1 V", that  t h e  "range m u l t i p l i e r "  i s  s e t  t o  " 0  dB", and t h a t  
automatic switching" i s  "on". The system i s  now ready for 
opera t  ion. 
I1 
B. Operation 
1. Compare Mode. The microphone system must b e  ad jus ted  t o  
provide 1 v o l t  rms t o  the ASCOR system when the acous t i c  l e v e l  
i s  180 dB re  0.0002 dynes/cm2. 
A d e s i r e d  spectrum giv ing  t h e  l e v e l s  i n  each one-third octave 
band and t h e  o v e r a l l  l e v e l  must  be ava i l ab le .  Adjust t h e  knob 
on the Reference Spectrum Panel a s soc ia t ed  wi th  each one-third 
octave band u n t i l  t h e  t h r e e  d i g i t s  on t h e  end of the knob 
i n d i c a t e  t h e  des i red  sound pressure l e v e l  i n  t ha t  one-third 
octave band. Th i s  e s t a b l i s h e s  a re ference  spectrum f o r  the 
ASCOR system. 
Connect t h e  output o f  t h e  microphone t o  the ASCOR console by 
means o f  the  phone jack located a t  the uppe r  i e f t  haid side 
of  t h e  console above the  desk. Place the "mode"se1ector switch 
on t h e  Timer/Controller panel i n  t h e  compare" p o s i t i o n  and 
press t h e  llhome" but ton  u n t i l  t h e  l i g h t  i n  the 'lhome" but ton 
i s  I l luminated.  
C o n t r o l l e r  panel i n  t h e  .25" second pos i t i on ,  s e t  t h e  "function 
s e l e c t o r  "switch on t h e  Spectrometer t o  the one-third octave' '  
p o s i t i o n  and p lace  the frequency band s e l e c t i o n  switch t o  "5000'1 
11 
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The n u l l  meter w i l l  now i n d i c a t e  the d i f f e r e n c e  between the 
r e fe rence  spectrum and the  a c t u a l  acous t i c  l e v e l  a t  the  
microphone i n  t h e  5000 cps one-third octave band. The l e v e l  
c o n t r o l  f o r  the 5000 cps  one-third octave band on the no i se  
gene ra to r  a s soc ia t ed  w i t h  t h i s  p a r t i c u l a r  microphone could 
then  be  ad jus t ed  u n t i l  t he  n u l l  meter reads zero.'c By 
depress ing  the  
t h e  system w i l l  advance t o  t h e  " o v e r a l l "  p o s i t i o n  (which may 
be omitted dur ing  l e v e l  con t ro l  adjustment).  The system then  
advances t o  20" cps, and s o  f o r t h  each time t h e  ''advance" 
b u t t o n  i s  depressed. 
I1 advance" but ton on the  Timer/Controller panel,  
II 
A l t e r n a t i v e l y  i f  t he  hand-held Null  Drive u n i t  i s  being used, 
it could b e  placed over t h i s  5000 cps  l e v e l  c o n t r o l  and the  
the  l e v e l  i s  wi th in  +? dB of  the  des i red  value. 
Null"  bu t ton  depressed. The Nu l l  Drive u n i t  will s t o p  when I I  
11 2. Record Mode. For opera t ion  i n  the Record" mode, the  
X-Y P l o t t e r  must be ad jus ted  s o  that  the incremental  s t e p s  i n  
frequency requested by  t h e  s tepper  swi tch  w i l l  correspond w i t h  
t h e  l i n e s  on t h e  s p e c i a l  paper (NASA MSC Graph No. 1297), 
Place the " inpu t  s e l e c t o r ' '  switch on t h e  Timer/Controller t o  
the "Compare" mode, s e t  the system t o  the o v e r a l l  pos i t i on .  
P l ace  a p i ece  of' t h e  graph paper i n  t h e  X-Y P l o t t e r  with t h e  
frequency s c a l e  loca ted  on the end n e a r e s t  the  c o n t r o l s  on 
11 Using the iihome'' button and tile ' I -  a------" k i r C C n n  "data. auvdl lbc  u u u w u . *  i n  
~ 
<:In a c t u a l  use, spectrum adjustment may prove eas ies t  by 
start ing w i t h  t h e  20 cps  band and proceeding upwards i n  
frequency. This would minimize adjustment e r r o r s  due t o  
f i n i t e  amplitude d i s t o r t i o n .  
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the X-Y P l o t t e r .  Se t  t h e  Y a x i s  " s e n s i t i v i t y "  f o r  "1" vo l t /  
inch and a d j u s t  t he  "var iable  gain' '  of the X-Y P l o t t e r  u n t i l  
the  pen i s  midway between the s c a l e  l i n e  corresponding t o  
o v e r a l l  and the left-most heavy block l i n e  on the paper as 
viewed from the p l o t t e r  cont ro ls .  
Disconnect and s h o r t  the ASCOR input.  
' 'zero con t ro l "  u n t i l  the pen i s  e x a c t l y  on the bottom l i n e  of  
t h e  g r i d  a s  viewed f r o m  the p l o t t e r  con t ro l s .  
Adjust t h e  X p o s i t i o n  
Press the ''home" but ton  u n t i l  t h e  system r e t u r n s  t o  home. 
Adjust the Y a x i s  "zero pos i t ion"  of t h e  X-Y P l o t t e r  u n t i l  
t h e  pen is halfway between the 5000 cps band l i n e  and the  
6300 cps band l i n e .  Press the "advance" but ton  once t o  
advance the system t o  t h e  o v e r a l l  pos i t ion .  Observe t o  see 
t h a t  t h e  pen i s  j u s t  before  the o v e r a l l  l i n e  as descr ibed 
above. If it i s  not ,  r ead jus t  t he  ga in  o f  t h e  Y a x i s  on the 
X-Y P l o t t e r  u n t i l  it does. 
Place t h e  input  s e l e c t o r  on the  Timer/Controller panel t o  the  
'1180" pos i t i on ,  set the ' ' function s e l e c t o r "  switch on t h e  
Spectrometer t o  t h e  " l i n e a r "  pos i t i on ,  set  t h e  "sample time" 
s e l e c t o r  on the  Timer/Controller panel  t o  "1" and move the 
llm*A#. --la L - - - I l  
lIlvuc J ~ ~ r = ~ ~ ~ r  switcn on t n e  same panel  t o  i irecord." The 
system w i l l  now begin stepping through each of  t h e  one-third 
octave bands and w i l l  i n t e g r a t e  the l e v e l  i n  each band f o r  a 
per iod  of approximately one second. However, s ince  the 
l i n e a r  pos i t i on ,  t h e  f i l t e r s  a r e  out  of t h e  c i r c u i t  and t h e  
c a l i b r a t e  s i g n a l  i s  being f e d  t o  the I n t e g r a t o r  i n  a l l  p o s i -  
t i o n s  of the Spectrometer f i l t e r  switch.  Adjust the  ga in  on 
func t ion  s e l e c t o r "  switch on the Spectrometer i s  i n  t h e  I t  
-15- 
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the X a x i s  of the X-Y P l o t t e r  so that  the maximum l e v e l  
achieved i n  each i n t e g r a t i o n  per iod corresponds t o  the 180 dB 
l ine  on the s p e c i a l  paper. This c a l i b r a t e s  the system f o r  a 
180 dB s i g n a l  and, s ince  t h e  i n t e g r a t i o n  times are normalized, 
the same reading w i l l  be obtained on the  X-Y P l o t t e r  regard- 
l e s s  of the sample time selected. The system i s  now ready 
f o r  opera t ion  i n  t h e  I' record" mode. 
An acous t ic  spectrum i s  recorded by s e t t m  the 'knput s e l e c t o r "  
switch t o  data, s e t t i n g  the Spectrometer ' ' function s e l e c t o r "  
switch t o  the one-third octave o r  octave p o s i t i o n  (whichever 
i s  desired) ,  and s e t t i n g  t h e  "meter range" switch t o  the "1" 
v o l t  pos i t ion .  The "mul t ip l ie r"  switch on t h e  Spectrometer 
should be  set t o  "0 dB". Adjust the  Graphic Level Recorder 
a s  ou t l ined  above i n  Sect ion I11 A, Place a fresh p iece  of 
paper i n  the X-Y P l o t t e r ,  move the pen 
llupI1 and press the "home" button u n t i l  the system is  re turned  
t o  home. Move the pen up-down" switch t o  "down" and depress 
the  "advance" but ton  momentarily. The system w i l l  s tep 
s e q u e n t i a l l y  through, recording i n  bar-chart  form the l e v e l s  
in each one-third octave band and the o v e r a l l  l eve l .  The 
system w i l l  s t o p  a f t e r  one cycle  through, a t  which time the 
pen c o n t r o l  switch should be moved t o  "up" and the paper 
removed from the X-Y P l o t t e r .  
I1 up-down" switch t o  
I t  
3. Specia l  Modes. The system may be operated i n  such a 
manner t h a t  the  l e v e l s  w i l l  be quasi-averaged when i n  record 
mode r a t h e r  t han  in t eg ra t ed ,  
s o  t h a t  i n  the compare mode t h e  l e v e l s  w i l l  be in tegra ted .  
The s e l e c t o r  switch i s  on pr in ted  c i r c u i t  card  number 4 
locatc,ed in the D i g i t a l  Control Logic Assembly and i s  the only 
Conversely i t  can be operated 
-16- 
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switch on t h a t  card.  Rotate t h e  switch t o  " i n t e g r a t e "  t o  
get  i n t e g r a t i o n  i n  a l l  modes o r  t o  
a l l  modes o r  t o  normal'' f o r  i n t e g r a t e  i n  t h e  record  mode 
and average i n  the compare mode. 
'I average" t o  average i n  
I' 
A switch i s  loca ted  on p r in t ed  c i r c u i t  card  No. 3 which 
a l lows  the ope ra to r  t o  open the SPL-scale input  t o  t h e  
X-Y P l o t t e r  from the n u l l  meter i n  t h e  "compare" mode i f '  
desired. It has no o the r  e f f e c t .  This  a l lows use of t h e  
X-Y P l o t t e r  f o r  o t h e r  purposes dur ing  I' compare" mode opera t ion .  
-17 = 
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1. S teppe r  Switch Assembly, The Stepper  Switch Assembly 
which i s  a t tached  t o  the l i d  of  the  can i n  which t h e  s t eppe r  
switch i s  enclosed shou ld  be removed once each s i x  months 
and cleaned t o  remove the  s i l i c o n e  o i l .  
apply a good grade o f  contact  c l eane r  t o  remove r e s idue  f rom 
t h e  contacts .  Replace t h e  s tepper  switch i n  the can. 
After cleaning,  
2. N u l l  Drive Unit ,  The N u l l  Drive Unit should be lub r i ca t ed  
each t e n  hours of operat ion,  T h i s  i s  done by tu rn ing  the Null  
Drive Unit u p s i d e  down and applying a good grade of SAE 
10-weight o i l  t o  t h e  gears located on the output  shaft of 
the motor and on the gear reduct ion mechanism. 
5 d r o p s  o f  o i l  on each gea r  is s u f f i c i e n t ,  
Approximately 
3. Graphic Level Recorder. The s l i d i n g  c o n t a c t s  i n  the  
Graphic Level Recorder should be cleaned wi th  contac t  c l eane r  
once each 90 days t o  e l imina te  contaminants. There a r e  f o u r  
d i f f e r e n t  sur faces  t o  be cleaned. Two of them a r e  located on 
the s l i de  Wire device (ZR-0041) j u s t  above the paper. One of 
t h e s e  i s  the s l i d e  wire i t s e l f  and t h e  o t h e r  i s  the f l a t  
su r f ace  which i s  loca ted  j u s t  below the s l i de  wire and serves  
t o  p ick  up the s i g n a l  f r o m  t h e  wiper. The o t h e r  su r faces  a r e  
loca t ed  underneath t h e  logarithmic potent iometer  plug-in. 
Access t o  these i s  had by unscrewing t h e  b l ack  knob i n  the  
c e n t e r  of  t h e  logari thmic potentiometer and removing the 
potent iometer  assembly. This w i l l  expose the s l i d i n g  con tac t s  
f o r  c leaning,  
-18- 
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B. Spare Parts 
SPARE PARTS LIST 
1. Pen Assembly f o r  X-Y P l o t t e r ,  Data Equipment Company. 
2. Two ga l lons  Tp. DC-200 s i l i c o n e  o i l ,  50 cen t i s tokes ,  
Dow Corning Co. 
3. Eight l i g h t  bulbs ,  GE No. 334, General E l e c t r i c  Co. 
4. Bulb removal Tool No. l5PA32, Winchester Corporation. 
5. 1 ea. R 202 "Fl ip  Chip", Digital  Equipment Corporation. 
6. 2 ea. 2N2894 Trans is tors ,  F a i r c h i l d  Instrument Corporation, 
7. 2 ea. 2N722 Trans is tors ,  F a i r c h i l d  Instrument Corporation. 
8. 2 ea. 2Nl l3 l  Trans is tors ,  F a i r c h i l d  Instrument 
Corporation. 
9. 1 Potentiometer,  Spectrol  #loo-1158, Spec t ro l  E lec t ron ic s  
Inc., San Gabriel, Cal i forn ia .  
10. Touch-up pa in t ,  Federal  Standard 595, Color No. 26586. 
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Appendix A 
ASCOR SYSTEM SPECIFICATIONS 
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TECHNICAL SPECIFICATION FOR 
ACOUSTIC SPECTRA COMPARATOR-RECORDER U N I T  ( ASCOR) 
1.0 Scope 
1.1 General - T h i s  s p e c i f i c a t i o n  c o n t a i n s  gene ra l  requirements 
f o r  t h e  c r i t e r i o n  design and equipment design, develop- 
ment, f a b r i c a t i o n  and t e s t i n g  of an  Acoustic Spectra  
Comparator-Recorder u n i t  (ASCOR) t o  be  u t i l i z e d  i n  the  
programming procedures f o r  shaping a c o u s t i c  t e s t  s p e c t r a ;  
t he  shaped s p e c t r a  w i l l  be u t i l i z e d  i n  the  Spacecraf t  
Acous t ica l  Laboratory of  t h e  Manned Spacecraf t  Center 
(MSC) ,  Nat ional  Aeronautics and Space Adminis t ra t ion 
(NASA), f o r  s imula t ion  o f  f l u c t u a t i n g  p res su re  loads on 
t h e  Apollo Spacecraf t .  The ASCOR w i l l  a l s o  provide a 
c a p a b i l i t y  f o r  rap id ,  accura te ,  and automatic record ing  
o f  t h e  acous t i c  s p e c t r a l  ampli tudes i n  bandwidths which 
are selectable t o  be either f u l l  octave (OB) o r  one-third 
octave (1/3 OB) wide. 
1 .2  S p i r i t  and I n t e n t  - This s p e c i f i c a t i o n  i s  a performance- 
type  s p e c i f i c a t i o n  and it only  d e s c r i b e s  the gene ra l  
requirements  of the un i t .  The s p e c i f i c a t i o n  broadly 
o u t l i n e s  opera t ion ,  accuracy, f l e x i b i l i t y  and r e l i a b i l i t y  
desired o f  the system. 
2.0 General 
2.1 - Use - The Acoustic Spectra  Comparator-Recorder u n i t  w i l l  
be  u t i l i z e d  t o  expedi te  t h e  set-up of  c o n t r o l s  on random 
no i se  spectrum shapers  c u r r e n t l y  being procured as a p a r t  
of t h e  Noise Source Control and Instrumentat ion System, 
Equipment Spec. No. 1015, Amended, f o r  support  of t h e  
Spacecraf t  Acoust ical  Laboratory. The u n i t  w i l l  a l s o  
provide a method of analyzing and record ing  a c o u s t i c a l  
s p e c t r a  . 
A - 1  
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Location - The ASCOR will normally be loca ted  in t he  
c o n t r o l  room o f  t h e  Spacecraft  Acoust ical  Laboratory, 
Building 49, Clear Lake S i t e ,  o f  t h e  Manned Spacecraf t  
Center, Houston, Texas. 
Compat ib i l i tx  - The Acoustic Spectra  Comparator-Recorder 
u n i t  must be compatible w i t h  the Noise Source Control and 
Instrumentat ion System. The c o n t r a c t o r  s h a l l  a s c e r t a i n  
t h a t  the  design of t h e  u n i t  i s  compatible  and s u i t a b l e  
f o r  t h e  use s p e c i f i e d  by MSC herein.  
intended t o  provide assurance t h a t  no operat ion,  
environmental, o r  i n s t a l l a t i o n  c o n d i t i m  w i l l  adverse ly  
a f f e c t  the intended func t ion  o f  t h e  system. 
Th i s  requirement is 
R e l i a b i l i t y  - R e l i a b i l i t y ,  long s e r v i c e  l i f e ,  and ease o f  
maintenance s h a l l  be primary design cons idera t ions .  The 
design shal l  be as simple as poss ib le ,  c o n s i s t e n t  with 
optimum r e a l i z a t i o n  o f  t h e  necessary s t r u c t u r a l  and d e t a i l  
requirements.  
Respons ib i l i t y  - The con t r ac to r  s h a l l  have f u l l  design 
r e s p o n s i b i l i t y  f o r  the  sys tem i n  complying wi th  a l l  
s p e c i f i c a t i o n s  and requirements he re in  set  f o r t h .  This  
responsibility ~ c s t  be assumec! 5.; the eontrzctoi. t o  C u v e r  
a l l  of  h i s  s u p p l i e r s .  
P a r t s  Replacement - The design and cons t ruc t ion  o f  the 
system should be such t h a t  any f a u l t y  o r  malfunctioning 
p a r t s  may be replaced without d i scard ing  se rv iceab le  
components. In t h e  event t h a t  compliance with t h i s  
requirement i s  unavoidable, t he  c o n t r a c t o r  shal l  f u r n i s h  
w r i t t e n  documentation supporting his pos i t i on .  
equipment requi red  f o r  rou t ine  maintenance s h a l l  be of  a 
standard and r e a d i l y  ava i l ab le  v a r i e t y  such as may be 
found wi th in  a s tandard e l e c t r o n i c s  laboratory.  
Tools and 
A-2  
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2.7 It is  t h e  i n t e n t  of t h i s  document t o  spec i fy  the o v e r a l l  
requirements of t h e  ASCOR. However, design and f a b r i c a -  
t i o n  s tandards shal l  be o f  t h e  highest  q u a l i t y  c o n s i s t e n t  
w i th  aerospace equipment c u r r e n t l y  being procured by 
MSC. Human engineer ing o f  the ASCOR shal l  be i n  accord- 
ance with MSFC-STD-267. 
2.7.1 The con t r ac to r  i s  urged t o  poin t  out  any a r e a s  contained 
wi th in  t h e  requirements which may cause an ino rd ina te  
increase  i n  c o s t ,  weight o r  design penal ty .  The 
con t r ac to r  i s  requested t o  propose any changes he 
would make i n  the  requirements and quote the  c o s t  and 
penal ty  savings which would be a s soc ia t ed  wi th  these 
changes . 
2.7.2 The con t r ac to r  i s  f r e e  t o  propose any o t h e r  design 
concept demonstrating low-cost c r i t e r i a  while meeting 
the  requirements o f  t h i s  s p e c i f i c a t i o n .  
2.8 Referenced Documents - The issue o f  the fol lowing docu- 
ments i n  e f f e c t  on the date of  purchase o rde r  forms a 
p a r t  o f  t h i s  s tandard t o  t h e  ex ten t  s p e c i f i e d  here in :  
(1) MSFC-STD-267 Standard f o r  Human Engineering 
Criteria . 
(2)  ASA-Z24.10-1953 Spec i f ica t ion  f o r  Octave-Band 
F i l t e r  Set.  
(3 )  ASA-Z24.5-1955 Method f o r  Specifying Sound and 
Vibrat ion Analyzers . 
I n  case o f  c o n f l i c t  between provis ions o f  the referenced 
documents and provis ions o f  t h i s  s p e c i f i c a t i o n ,  t h i s  
s p e c i f i c a t i o n  s h a l l  take precedence. 
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3.0 Functional Requirements 
3.1 Comparator Mode - The Acoustic Spectra  Comparator- 
Recorder u n i t  w i l l  have provis ions  f o r  accept ing  two 
basic  input  s i g n a l s :  
i n t e r n a l l y  within t h e  ASCOR, and ( 2 )  a test  s i g n a l  
(obtained f rom the  Noise Source Control  and Instrumenta- 
t i o n  System) which is a c a l i b r a t e d  analog o f  t h e  acous t i c  
f i e l d  i n  the tes t  volume. 
(1) a re ference  s i g n a l  generated 
3.1.1 The comparator mode o f  t h e  ASCOR s h a l l  provide the  
fol lowing opera t iona l  c a p a b i l i t y .  
3.1.1.1 Provide a con t ro l ,  c a l i b r a t e d  i n  dB o f  SPL, t o  permit 
adjustment o f  t h e  re ference  s i g n a l  t o  any a r b i t r a r y  
value f rom 100 t o  190 dB SPL (Reference: 
2x10-5 N/M~>. 
3.1.1.2 Provide a bandpass f i l t e r  se t  t o  p e r m i t  f i l t e r i n g  of 
the t e a t  s i g n a l  under c o n t r o l  of t h e  opera tor  o r  under 
automatic c o n t r o l  when the ASCOR i s  i n  the Recorder 
Mode (Paragraph 3.2).  F i l t e r  bandwidth sha l l  be 
s e l e c t a b l e  between f u l l  octave bandwidth and 1/3 octave 
bandwidth (l/3 OB). 
accordance wi th  ASA standards.  
The f i l t e r  set  shall be i n  
3.1.1.3 Provide s u i t a b l e  normalization, de tec t ion ,  and 
smoothing c i r c u i t s  and c o n t r o l s  requi red  t o  permit the 
t e s t  s i g n a l  t o  be d i r e c t l y  comparable t o  the re ference  
s i g n a l  f o r  input  s i g n a l s  normalized t o  one v o l t  = 
180 dB SPL re  0.0002 dy/cm2. 
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3.1.1.4 Pr3vl.de a nethod of  d i r e c t l y  i n d i c a t i n g  a comparison 
o f  t h e  two l e v e l s ,  e,g.  a nul lmeter  o r  a r a t iome te r .  
A c a p a b i l i t y  f o r  a readout i n  dB t h a t  i n d i c a t e s  the  
d i f f e r e n c e  of  t h e  SPL i n  d i r e c t  u n i t s  i s  preferred, 
but  t h i s  requirement may be waived i f  a re l iab le  and 
simple design i s  s a c r i f i c e d .  
3.1.1.5 Provide a servomechanism "Null Drive Device" which 
au tomat ica l ly  sets spectrum e q u a l i z e r  c o n t r o l s  t o  the 
des i red  re ference  spectrum l e v e l  i n  each frequency 
band. 
3.1.2 The fo l lowing  is  a poss ib le  procedure which an  ASCOR 
ope ra to r  could use. l lhile t he  procedure i s  included 
t o  provide a c l e a r  d e s c r i p t i o n  of t he  f u n c t i o n a l  r equ i r e -  
ments of  t h e  ASCOR, o the r  procedures are poss ib l e ,  and 
t h e  c o n t r a c t o r  i s  not l imi t ed  t o  the  s p e c i f i c  p o i n t s  of 
t h i s  paragraph i n  t h e  f u n c t i o n a l  design of the ASCOR. 
3.1.2.1 Assuming t h e  measurement system, i .e.  microphone and 
charge ampl i f i e r ,  is c a l i b r a t e d ,  the ope ra to r  a d j u s t s  
t h e  ASCOR normalizing c o n t r o l s  such t h a t  t h e  t e s t  
s i g n a l  i s  of t h e  c o r r e c t  amplitude f o r  comparison, 
n u l l i n g ,  o r  readout. 
3.1.2.2 The o p e r a t o r  s e t s  i n  t he  requi red  SPL value on the 
r e fe rence  l e v e l  cont ro l .  This  value i s  f o r  lowest 
1/3 OB i n  the  spectrum, e.g. 20 cps  c e n t e r  frequency. 
The ope ra to r  a l s o  selects  t h e  20 cps 1/3 OB i n  the 
f i l t e r  set .  Hence, the r e fe rence  value i s  compared 
t o  the SPL i n  the test volume i n  the  20 cps  l/3 OB. 
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3.1.2.3 Upon a c t i v a t i n g  t h e  acous t ic  no ise  source,  t h e  
opera tor  a d j u s t s  the 20 cps l e v e l  c o n t r o l  on t h e  
1/3 OB shaper e i t h e r  manually o r  w i th  the  nul l -dr ive  
device u n t i l  a n u l l  o r  a r a t i o  o f  1 i s  indica ted  on 
the  ASCOR. A t  t h i s  time, t h e  20 cps 1/3 OB SPL equals 
t h e  requi red  SPL, and t h e  opera tor  p roceeds  t o  the 
25 cps band where the procedure is  repeated.  
3.1.2.4 The o p e r a t o r  can set  up the requi red  spectrum shape 
and l e v e l s  i n  the  t e s t  volume by repea t ing  the pro-  
cedure f o r  each 1/3 OB from 20 cps  cen te r  frequency 
t o  5000 cps cen te r  frequency. The ASCOR sha l l  b e  
designed t o  a i d  the opera tor  i n  e s t a b l i s h i n g  t h e  
requi red  acous t ic  spec t r a  i n  t h e  tes t  volume with a 
minimum of  manlpulation of  c o n t r o l s  on b o t h  t he  ASCOR 
and t h e  Noise Source Control  and Instrumentat ion 
System. 
3.2 Recorder Mode - In  t h i s  mode t h e  ASCOR s h a l l  pe r fo rm an 
automatic a n a l y s i s  of  t h e  acous t i c  spectrum es t ab l i shed  i n  
the  t e s t  chamber a f t e r  completion o f  the shaping 
procedure. The ana lys i s  w i l l  be performed i n  terms o f  
t r u e  root-mean-square (TRMS) SPL i n  s e l e c t a b l e  bandwidths 
of f u l l  o r  one-third octaves and w i l l  be recorded Dy an 
X-Y recorder  on an MSC graph form. 
3.2.1 C i r c u i t r y  s h a l l  be provided f o r  automatic sequencing o f  
t h e  a n a l y s i s  recording. 
3 . 2 . 2  Sui t ab le  c i r c u i t s  o r  devices  s h a l l  be provided t o  per- 
form de tec t ing ,  squaring, averaging, square-rooting, 
t h e  log  conversion, and o the r  processing steps which 
may be necessary.  Averaging s h a l l  be accomplished by  
e i the r  R-C smoothing c i r c u i t s  o r  t r u e  i n t e g r a t i n g  
c i r c u i t s  . 
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3.2.3 Se lec t ab le  averaging times s h a l l  b e  provided w i t h  a 
minimum s e l e c t i o n  of  two averaging times t o  b e  ava i l ab le .  
302.4 Provis ion t o  c a l i b r a t e  t h e  s c a l e  f a c t o r s  o f  X and Y axes 
of t he  X-Y r e c w d e r  d i r e c t l y  i n  dB SPL and l/3 OB c e n t e r  
frequency s h a l l  be  included. A histogram da ta  presenta-  
t i o n  format i s  acceptable.  
3.2.5 The ASCOR s h a l l  be designed t o  record t h e  SPL s p e c t r a l  
values d i r e c t l y  on an MSC graph, MSC No. 1297. Copies  
of t h i s  form s h a l l  b e  a v a i l a b l e  upon reques t .  
4.0 Operat ional  Requirements 
4.1 The design o f  t h e  Acoustic Spectra  Comparator-Recorder 
u n i t  will b e  compatible with the following ope ra t iona l  
c h a r a c t e r i s t i c s  : 
4.1.1 Frequency range: 18 c p s  t o  5600 CPS. 
4.1.2 Dynamic range: 60 decibels .  
4.1.3 Smoothing time constant :  Se l ec t ab le  over a range of 
0.1 t o  10 seconds. 
4.1.4 I n t e g r a t i o n  time cons tan t :  Se l ec t ab le  over a range 
of 0.5 t o  10 seconds. 
4.1.5 Accuracy, l i n e a r i t y ,  and r e p e a t a b i l i t y :  Within p lus  o r  
minus 0.75 db. 
4.1.6 S e n s i t i v i t y :  Adjustable over a range of 50 m i l l i v o l t s  
t o  10 v o l t s .  
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4.1.7 Input impedance: One megohm minimum. 
4,1.8 Signal  i s o l a t i o n :  Signal  common s h a l l  be i s o l a t e d  
from c h a s s i s  ground by a minimum r e s i s t a n c e  of 10,000 
megohms. 
c h a s s i s  ground s h a l l  be included. 
Provis ion f o r  connecting s i g n a l  common t o  
4.1,9 I n p u t  connectors:  BNC recep tac l e  t o  mate wi th  BNC 
U/G-88 plug. 
4.1.10 Power input :  120 vo l t s ,  60 cps,  obtained through 
s tandard polar ized  3-prong e l e c t r i c a l  plug. 
4.1.11 Cabinet and panels :  To be compatible wi th  equipment, 
cab ine t ,  and f r o n t  panel l ayou t s  and c o l o r  arrange- 
ments u t i l i z e d  i n  the  Noise Source Control and 
Instrumentat ion System. 
4.1.12 Crest f a c t o r :  A l l  e l e c t r i c a l  c i r c u i t s  sha l l  be capable 
of handling instantaneous s i g n a l  peaks up t o  f o u r  times 
the rrfs value. 
4.2 Environmental - The ASCOR sha l l  opera te  wi th in  t h e  
ambient range of 12OC t o  30°C and 40 t o  70 p e r  c e n t  
relative humidi ty .  No damage t o  the ASCOR o r  i t s  compo- 
nen t s  sha l l  resu l t  from opera t ion  of t he  equipment f o r  
one-half hour a t  35OC. No damage t o  equipment and i t s  
components or no degradation o f  opera t ing  c h a r a c t e r i s t i c s  
shal l  resul t  f rom off-power s to rage  of the  equipment i n  
an ambient temperature range of -1OOC t o  +45OC and 
r e l a t i v e  humidity range o f  30 t o  95 per  cent.  The ASCOR 
shal l  have adequate cooling t o  maintain a l l  Components 
wi th in  t h e i r  working temperature range under the ambient 
range s p e c i f i e d  herein.  The Government s h a l l  be  respon- 
s ib le  f o r  maintaining the  environmental  condi t ions  wi th in  
the temperature range s p e c i f i e d  herein.  
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4.3 S l i d e  mounted chasses shall b e  provided f o r  items w i t h  
adjustments not  access ib le  from the  f r o n t  panel,  
Addit ional ly ,  cons idera t ion  sha l l  be given t o  employing 
s l i de  mounted chasses  t o  f a c i l i t a t e  maintenance of  o t h e r  
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